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INTRODUCTIONf time of acoustic signals travelling with and against

the fluid flow offered better possibilities. The
- ;1)slgn on the current meter described in this paper reasons are (1) response is inherently linear and

began early in 1975 at Neil Brown Instrument Sys- extremely fast (2) sensitivity is uniform over the
tems, Inc. (NBIS) ani-t67kP-iI- hyics Lars- acoustic path (3) the transducers are small (4) sig-
tory of Johns Hopkins University (APL/JHU)Wn an nal to noise ratio is usually excellent (5) it can
attempt to develop an instrument having character- be made to have close to ideal cosine response (6)
istics suitable for horizontal profiling of small calibration can be inferred from frequency, sound
scale turbulence in the ocean. The result of this velocity and transducer spacing.
program was a three-axis instrument suitable for
mounting on the bow of a submersible and capable of Numerous acoustic current meters using this basic

e resolving turbulence phenomena as small as 10cm with concept have been described in the literature. The
frequency components up to 50Hz. Included in th - concept has been Implemented in a number of differ-
overall instrument package was a conductivity - tem- ent ways some of which are (1) short pulse using 2
peratur' depth (CTD) system and throe-axis accl- transmitters and 2 receivers for each axis (2)
erometer.- The CID sensor and electronics are des- short pulse using 2 transducers each acting as both
cribed elsewhrel.) During a single scan interval of a transmitter and receiver 6 (3) dual "sing-around"
.Ols all three axes of the acoustic current meter, sound velocimeters .'th straight line sound paths
the three axes of the acceleromete. and tke conduc- in opposite dir' -ins (the difference in the "sing-*
tivity, temperature, and pressure sensors are digi- around" frequen. , ei-j a linear function of cur-
tized, resulting in 900 measurements every second. rent.) (4) continuw.. wave using two widely differ-
The accelerometer and velocimter outputs are digi- ant high frequency carriers (e.g. 1.1 and 1.6uz,
tized to 14 bit and the CTD to 16 bit resolution. .hut modulated with an identical signal of lower fre-
Figure 1 shows a block diagram of the overall y-+ quency (e.g. 20kHz) where the phase difference of
te. This paper will be limited to a discussion of the modulating signal on the received carriers is a
the three-axis acoustic current meter. linear function of current valocity. 8 (5) continuous

wave bursts uslig a single frequency (e.g. 2mdz) on
CURRENT METER CHARACTERISTICS a single pair of transducers, the '-tr-t xnterval be-

ing approximately equal thp acoustic travel timb be-
An examination of the characteristics of current tween the two transducers.1 The received bursts re-
meters in general leads to the conclusion that the synchronise "slave" oscillators which maintain phase

mechanical types are generally quite unsuitable for information between bursts. The continuous output
this application. The Savenisus 2 rotor's unequal of the "slave" oscillators is heterodyned with a

acceleration and deceleration rates and non cosine local oscillator resulting in outputs of 8kHz. Phase
response make it particularly unsuitable. The elec- difference between the 8kHz signals is a linear func-
atonesneric current metors have the disadvantage tion of current.
that their electrical output is proportional to meg-
netic field. This field decreases rapidly with dis- The first three methods require the measurement of

tance from the coil. Consequently, they are sensi-- arrival time differences of pulses with sufficient

tive only to fluid flow In the Imediate vicinity of speed to resolve currents less than lcm/sec. It can

the coil which, due to its bulk, severely affects be shown that

the flow, being measured. The open Eeimholtz coil
S.M. current meter described by Olsen could possi- AT - 2vd
bly be adapted to meet the stated requirements. The -2
acoustlc backscatter type4 while appearing to have

theoretically ideal characteristics has not been where AT - arrival tie difference
generally successful due to the poor distribution v a current velocity
of suitable scatterers in clear ocean water d v tacur r velciyf " d - transducer spacing

c - velocity of sound
y ( Thus it was felt that current meters in which cur-

-( rent is sensed by measuring the differential travel For d - 4cm, c - 150O/s, the time difference Is
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3.6 x 10-los. Time resolution as short a this re- of 2.7505mHz. E is derived from a voltage con-

quires extremely high speed circuitry and auto cal- trolled crystal Lscillator whose frequency is
ibration features such as those described by GYtre

6 . maintained by a phase locked loop at a frequency

The first method using separate transducers for re- exactly 50OHz lower than E1 (i.e. 2.75OOmHz). The

calving and transmitting suffers from the addition- phase-locked loop maintains the phase of the beat

al disadvantage of requiring extremely stable rela- frequency E. at exactly 900 difference from the
tive position between the receiver and transmitter 5OOHz reference frequency 9 which is derived via

of each pair. For example, a change in relative a binary divider from the Ih& reference signal

position of 10-6 for an acoustic path length of E . E and E are the inputs to a multiplier M2
4ca causes a change in arrival time equivalent to oe output L: low pass filtered resulting in a
a current change of 2cm/s. The fourth method while d.c. signal used to correct the phase error of El
free of the problems associated with threshold de- (crystal VCO) and, consequently, the phase errorbe-

tectian of pulses, etc. does require thesmaesure- tween I and Eo . Except for the additional mixer
went of phase difference to the same time resolution and low pas: filter LPl , this circuit is a
as types 1, 2 and 3 above. The fifth method has the c nventional phase-locked loop. The circuit

advantage that the phase angle measured at the rela- parameters are such that the mamlmam phase

tively low beat frequency is the som phase angle error is less than .003 rad. The theory of opera-
difference that occurs at the carrier frequency. tion is as follows.
This permits a time measurement that can be slover
by the ratio of the carrier to the beat frequency E1 a cos wit ........ (2.7505rus from crystal
for a given current speed. oscillator)

COOT NUOUS WAVE CONCEP E2 - cos w2 t ........ (2.75001Ez from crystalVCO)

The continuous wave concept described In this paper E3 a Cos mlt + k1 cos (w2 t + w2T 2 )
is shown schematically in Figure 2. Each axis uti- a . coo a2t + k2 coo (wit + 0171)
lizes a single pair of transducers 4cm apart. Each
transducer simultaneously tranmeits one frequency k1 & k2 m .002 (typical)
(approx. 2.7MHz) and receives another frequency T and T2 are travel times from A to 5 and 3 to A.

(differing by 50GB:) acoustically from the other Ater aiing and removing zero and high frequency
transducer. Since the signal sources driving the terms
transducers are high Impedance (essentially con- we set a5  Ilk coa ((u1 - W2)t - 2T2)
stant current) both frequencies exist simultaneous-

ly at each transducer. The composite signals at and E6 - hk cos ((I 1 - 0 2 )t + 1T1)
each transducer E1 and E (see Figure 2) are each After mixing E and E6 in M3 and high pass filtering
square law detected and land pass filtered result-
ing in 500hz beat frequency signals E and Z . we get E7 a coo(2(u1 - w2)t + n 1 - Uh2T2)
These signals are in turn multiplied In , risult- Ea
Ing in a 1kM: signal E7 which forms one ihput to the E8 - cos(w. - 02 )t (50GBs output)

phase meter. A 1k~z reference is the other inut E9 - Gin( 1 - ' 2 )t (SCOEt referace)

E9 to the phosemeter and Is derived from a refer- E sin 2(w 1  M)( z reference)
;l8e generator I1 n. An examination of the theore- lo " 2 02)t

tical discussion Ielo. shows that resulting output 1 1 - cos 2(w1 - 0 2 )t

I from the phasemeter is a linear function of
cWrent, and that the required time resolution for Therefore phase angle between E7 and E11 is

an acoustic path length of 4cm and a current of 1ca - - it 1
is 10-6s. Thus, the required time resolution for
this continuous wave concept is approuimtely 2750 Now 11 - d and T2 - d

times longer than that required for the pulse tech- c + v C - V

nique. This drastically simplifies the circuitry where d - acoustic path length
and results in an Instrument that does not require c - velocity of sound
the use of ultra high speed circuitry or the need v - component of curreen velocity parallel
to correct for changes In Internal circuit delays to acoustic path
due to temperature, etc. to achieve sensitivities
and stabilities better than 1cm/s. Thereforea -aed 1 -o 2)  v ( 1 +  2))

1 1301Y OF OPERATION 2 + v2

The following is a discussion of the theory of op- 0 - d (w - u2 ) + vd (. + 02) Glace c3o)
oration of one of the axes of the 3 axis current c 2
meter. For the Z axis 2 amd I have frequencies
of 2.7305 and 2.7500mHz respectively. The fre- The first term is in effect a "tero offset" term
qumecies for the other two axes are 2.7700 end tad the second rm is thg currant velocity tem.
2.770S.e for R axiv and 2.7300 and 2.7305SUR for For d - c, c - .5 x ltecm/m, the elationship

*the 3 axis. Dfferent frequencies ware used for between S and v is given by
each If the 3 axes to avoid possible interference
between the different axes. 8 a .0836 + .00614v radicls

4 Refrring to Figure 2, E Is derived from . LA-Aul Thus, the zero offset term Is equivalent to a velo-
crystal controlled oscillator having a frequency city of 13.63c/s. The d.c. output of the
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phasemeter is thus a linear function of 'current stream of data from the velocimeter.
velocity. The "zero offset" and the dependence on
sound velocity are corrected numerically during Figure 5 shows the sensor package and mounting
data processing. bracket. The sensor package was aligned with the

Z axis vertical. The heading response of the
Since the zero offset term is proportional to the velocity sensors was checked in this orientation
difference frequency (w1 - W2) it could be reduced at each 0 carriage speed by rotating the assembly to
to an insignificant value by decreasing (w - w) 0, 30 in the horizontal plane. Keasuring the
However, this would also reduce the upper irequincy response at both positive and negative angles of
response of the velocimater. incidence provided a check on the alignment of the

transducers. The pitch response of the sensors was
TRANSDUCER ARRAY checked at eac carriage speed by rotating the sen-

sor package 90 about its axis to make the Yoaxis
Figure 3a and 3b show the spatial arrangement of vertical and th8n rotating the assembly to 0
the three axes of the current meter. The two hori- + 15 , and + 30 In the horizontal plane. The poo-
zontal axes H and H are at an angle of 1200 and 8ibility of asymetriss In the flow about the sen-
the plane of he H2 Lxis is displaced vertically sor assembly wos checked by repeating each measure-
from the HI axis by about 2cm. ent discusged above, but with the sensor package

rotated 180 about its longitudinal axis.
Since the forward motion of the submersible results
In an incident current vector that in within 30 Table I shows the linear response of the horizontal
of the reference axis, this particular spatial ar- transducers. Each has a zero offset with a magni-
rangement ensures that no wake of any transducer tude larger than the theoretical. This discrepancy
crosses any of the acoustic paths thus resulting from offset errors In the electronics was not con-
in minimal contamination of the measurements by rected for lack of time but Is eally remedied.
the Instrument itself: The response is linear to within + 1.1% over the

test range of 0 to Sl4c/s (10 knots), but the
Figure 4 shows a photograph of the three pairs of sensitivity is lower than theoretically predicted
acoustic transducers and also the conductivity and 'by about 15Z, probably due to a stagnation flow
temperature sensors of the conductivity - tempera- effect. A potential flow calculation, suming the
ture - depth CTD) system. effects of the elliptical fairing and flat base

plate behind the array, predicts about a 10Z flow
The transducers are fabricated from lead mtaniobate reduction, independent of the carriage speed. Stag-
slabs 0. 7= thick, 5m high, and 2m wide. They nation flow around the transducers themselves my
were mounted in alumina assemblies which in turn contribute to the reduction.
ware bonded using fused glass to the cylindrical
stem. This ceramic and glass housing had excellent TABLE I - VELOCIMETER RESPONSE
mechanical stability and inertness to seawater.
The piezoelectric material, lead metaniobate, was
chosen for this application because it had a low Carriage i Velocimeter Deviationee
temperature coefficient of dielectric constant, low Speed I Reading*
mechanical Q and essentially no acoustic radiation (cm/s) I (cm/s) __(__)__

from the sides of the slab. At 2.75uHz this re- 111 Axis R2 Axis it 1 AXis 12 Axis
salted in an acoustic beaem width of approximately 1 21Ai H2
8 on one axis and 200 on the other. _

FRFEPOANCE TEST 
0.0 0.0 0.0

103 90.1 91.8 i +0.2 +1.1
Some aspects of the steady state performance of the 4
instrument were determined using the David Taylor 206 I 174.5 172.8 I -0.9 -0.2
naval Ship Research and Development Center's (VTS
RDC) Deep Water Towing Basin. Flow sensitivity, 309 264.7 263.6 -0.6 40.7
angular reopgase in both pitch and heading up to 0.0 0.0
angles of 30 , and the noise characteristics of the SiS 445.8
instrument were measured. _ ___

eVelocimeter Reading corrected for zero offset
The Deep Water Towing Besin is 15.5m wide and 6.7m *eDeviation from best fit straight line thru end
deep. The tank is divided in half by a bulkhead. points

The west end, used for this test, is about 457m Figure 6 shows the vide-band (0-SONe) noise of the
long.' The velocimeter assembly was mounted on a vertical channel. The r.us. amplitude is about
strut of a towing carriage and inserted to a 0. 3 c€/s. Thus the noise is less than 0.11 of full
depth of 3.4s. The carriage was operated at scale over a 501s bend-vidth. This is a very
speeds of 103, 206, 309, and 514cm/s (of 2, acceptable figure, but can be improved upon by bet-
4, 6, and 10 kts) for these tests. It had an ter crystal design and mounting.
electrohydraullc drive which maintains these
speeds within one cm/sec. A rack and pinion CONCLUSION
device with a magnetic pickup emits a pulse
every 3m travelled by the carriage. The pulses Preliminary test results show that the continuous
are counted and stored In a memory which Is wave acoustic current meter Is very promising. The
ampled every 0.Ols and recorded along with the technique of heterodyning two very close frequencies
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(at the transducers) allows excellent current re-
solution using conventional low power electronics
since all the critical signal processing is done at
the beat frequency. The use of a single pair of
transducers avoids errors due to mall mechanical
instabilities and differential phase responses that
occur when separate transmitting and receiving trans-
ducers are used. Development of the concept Is be-
ing continued at NBIS, Inc. and data analysis and
evaluation at APL/JHU. Unfortunately, the publica-
tion deadline did not allow time for analysis and
presentation of more complete test results in this
paper.

The authors wish to thank Hr. C. Cotter apd r. W.
Lane of NBIS, Inc. nd Hr. W. Venezia of APL/JU L-
for their excellent contribution, and the U.S. Navy
who sponsored this program under NAV-SEA Contract
No. N00017-72-C-4401. .-
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